Metal interbody devices were typically very strong and rigid, but had the problem of excessive stiffness, which led to stress shielding and implant subsidence. 20, 21 Radiological scatter and distortion were also problems, and were particularly challenging when attempts were made to assess fusion radiographically. Cortical bone interbody devices with more physiological biomechanical and radiological compatibility have been used but donor bone availability and disease transmission concerns were an issue. Autologous bone from iliac crest harvest was also used, but this method introduced additional complications and morbidities.
More recently, synthetic materials have been used that exhibit the promising biomechanical and neuroimaging advantages of nonmetal implants, and eliminate the supply issues associated with allograft tissue, as well as perceived disease transmission issues. 25 Materials such as carbon composite and polyethylethylketone 7, 18 have been used to some degree; with these, however, a permanent foreign body mass remains that can yield potential longterm complications, and there is no possibility for the space occupied by the implant to be remodeled into bone. One group of materials of particular interest are bioresorbable polymers that gradually degrade into biologically innocuous end products (water and carbon dioxide) over time, with no long-term residual foreign body presence. 25 Various bioresorbable materials have been used in the medical industry, with synthetic formulations made from polyglycolide and polylactide being most popular. 15, 16 Studies comparing these two polymers have shown that the polyglycolide implants tend to biodegrade faster and have higher complication rates than their polylactide counterparts. 6 HYDROSORB polylactide devices (distributed by Medtronic Sofamor Danek, Memphis, TN), which are intended for support of weak bone tissue have been used by some investigators as potential interbody devices. The HYDROSORB copolymer of polylactide, PLa, has been used in various laboratory, preclinical, and clinical studies in a variety of clinically relevant situations. Results of laboratory tests have indicated that the PLa degrades over a period of 18 to 36 months. 11 Animal studies have been conducted that involve resorbable devices used for interbody fusion. In one study, researchers looked at devices constructed of a PLa polymer that were implanted with and without rhBMP-2 in 25 sheep and evaluated over a period of 24 months. 24 Comparable steadily increasing degrees of fusion were observed mechanically and histologically over the time period, with the resorbable spacer filled with either rhBMP-2 or autograft bone. Additionally, when the implant was resorbed at the 24-month period, the space was replaced with remodeled bone, with normal bone mineralization adjacent to the device and no osteolysis was found. These findings are comparable with another study, in which lumbar interbody devices composed of poly-L-lactide were investigated in 36 goats. 27 Fusion appeared to occur at approximately 2 years, and it was faster and more complete than when identically shaped titanium cages were used. Tissue reaction in both studies was described as mild to moderate.
Clinically, bioresorbable interbody devices have been used with encouraging results. In one study 19 60 patients who underwent TLIF procedures experienced no adverse events or complications at up to 9 months. In another report, 2 PLa implants were used as PLIF devices in 15 patients, with 1-year results that were comparable to those of bone spacers. Yet another group of researchers 3 reported on an additional 12 patients who underwent PLIF with at least 1 year of follow up in whom successful clinical and neuroimaging results were demonstrated 12 to 18 months postsurgery.
Recently, the use of rhBMP-2 has been shown to initiate osteoinduction and to achieve spinal arthrodesis in animals and in humans. 4, 5, 24 Human clinical trials of lumbar and cervical fusion have demonstrated consistent and clear osteoinduction when an absorbable collagen sponge is impregnated with rhBMP-2. 8 We present 3-to 12-month follow-up information in a series of 43 patients in whom a bioresorbable device combined with an rhBMP-2 filler was placed as a lumbar interbody implant for TLIF over one or two levels.
CLINICAL MATERIAL AND METHODS
We conducted a prospective evaluation of medical charts, x-ray films, and CT scans in all patients who had undergone lumbar fusion in which a bioresorbable orthopedic implant, HYDROSORB Telamon (Medtronic Sofamor Danek) was used as an interbody spacer to contain Infuse bone graft (Medtronic Sofamor Danek). HYDRO-SORB Telamon is a noncrystalline polylactide copolymer with a 70:30 ratio of poly(L-lactide) to poly(D,L-lactide).
Patient Population
A total of 43 patients were chosen for this surgical procedure between September 19, 2002, and July 3, 2003. Patients ranged in age from 17 to 68 years (mean 48.6 years). There were 19 female (44%) and 24 male (56%) patients. Thirty-four patients (79%) were scheduled for lumbar fusion because of discogenic pain. Of the remaining patients, five (12%) had Grade I spondylosis and four (9%) had a nonunion from previous surgery. The majority (70%) underwent one-level fusion, and in 30% two levels were fused, for a total of 56 levels. Patient data are summarized in Table 1 .
Each patient underwent the standard TLIF procedure except for one in whom an anterior procedure was performed. Approximately half of the surgeries were completed percutaneously and half were open procedures. The rhBMP-2 solution was reconstituted and applied to a piece of collagen sponge according to the directions for use with Infuse. The Infuse was then contained within the HY-DROSORB Telamon bioresorbable orthopedic implants, which were tapped into place for each level to be fused. Instrumentation consisting of the CD Horizon spinal system (57%), the TSRH-3D system (36%), or the Blackstone spinal fixation system was used in conjunction with the interbody spacer and graft. As part of a standardized evaluation process, we obtained preoperative plain x-ray films and CT scans in all patients to document degenerative disc disease, and all patients also were asked to complete a baseline Oswestry Disability Questionnaire.
14 At follow-up visits plain x-ray films, CT scans, and Oswestry questionnaires were obtained to determine the fusion rates and Oswestry Disability Rating after surgery. Fusion was defined as bridging bone in the interbody space from the vertebra through the graft to the adjacent vertebra that was observed on CT scans. The postoperative regimen included the following instructions to be followed for 6 weeks until the first postoperative visit: 1) no lifting of loads heavier than 20 lb; 2) walk daily; 3) limit sitting to 2 hours three times per day; 4) may drive short distances after 1 week; and 5) may shower and get the wound wet.
RESULTS
One-level fusion was performed in 30 (70%) and twolevel fusion in 13 patients (30%). The mean length of stay after surgery was 3 days (range 1-6 days). One of the original 43 patients was lost to follow up; therefore the results are reported on 42 patients. At the 3-month follow-up evaluation, successful interbody fusion was observed on CT scans in 19 patients (45%), including three in whom two levels were fused. At 6 months 40 (98%) of 41 patients exhibited interbody fusion. All 13 patients (100%) in whom two levels were fused displayed interbody fusion at all levels at the 6-month time point. All 11 patients in whom CT scans were obtained at the 12-month follow-up review continued to show solid fusion.
Illustrative Case
The patient in Case 2 was a 42-year-old man with discogenic low-back pain. Figure 1 presents his preoperative magnetic resonance image. Figure 2 displays the sagittal and coronal views from his 3-and 6-month follow-up CT scans.
There were no device-related complications. One patient suffered a dural tear on the nerve root sleeve, which was repaired primarily. This patient exhibited numbness of the right leg, which resolved in 3 weeks. Solid bone bridging was present on CT scans obtained at 6 months. A summary of the mean of all Oswestry scores is shown in Table 2 . The mean disability score showed improvement over baseline (decrease in % disability) at all postoperative visits. Not all patients completed the Oswestry Disability Questionnaire at every follow-up visit: 23 patients completed the questionnaire at the preoperative and at least one postoperative visit. Comparisons of individual patients' scores show that in close to 70% scores improved at the 3-and 6-month postoperative time points (Table 3 ). The mean improvement in disability scores from the preoperative values at 3 and 6 months was 6 and 9%, respectively. The nine patients who completed the questionnaire 12 months postoperatively maintained a 9% decrease in disability from the baseline score. One patient had a 60% decrease in disability at 12 months.
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DISCUSSION
Bioresorbable materials have been used for various applications in spinal surgery, including iliac reconstruction, cervical plating and screws, and lumbar interbody spacers. Researchers have used PLa in a variety of animal models and clinical spinal scenarios, with promising results. It has also been noted that rhBMP-2 has been used successfully to augment standard lumbar interbody fusion procedures. 8 This prospective study is among the first reported patient series in which rhBMP-2 has been used in conjunction with a bioresorbable interbody spacer for a PLIF procedure. In our practice, we believe that fusion occurs earlier and is easier to assess when Infuse is used with HYDROSORB Telamon, compared with Infuse used in conjunction with an allograft interbody spacer or titanium cage. This report involves a relatively small number of patients who have had a short follow-up time. Nevertheless, it is encouraging to note that bridging bone was clearly visible on plain x-ray films and CT scans at the 6-month follow-up examination in 98% of patients. It is too early to draw conclusions about this combination of materials for PLIF, but the initial results indicate that this may copolymer provide an alternative treatment for lumbar fusion. These patients will continue to be followed up to confirm long-term success with the use of a bioresorbable interbody spacer in conjunction with rhBMP-2 for this condition.
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